We thank the authors for their reply; many of their initial statements were covered in our article. We agree that the cuff inflation (to 60 cmH 2 O) of a second-generation supraglottic airway device (SAD) allows for better airway seal. However, we keep the cuff deflated for various reasons: It minimizes the oropharyngeal pressure and may help relieve patient discomfort; it avoids the risk of obscuring the glottic view; and the cuff can be inflated later, if required, for instance, for positive pressure ventilation. In one study, with no cuff inflation, the optimal glottic view (only cords seen) occurred in 30% of patients compared to the 0% occurring with an intracuff volume of 40 ml [1] .
